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1. Overview
The EPT remote monitor measures EC, pH, temperature, run-off quantity, irrigation 
quantity and media moisture.  It can be connected via a RS485 bus to a remote PC up 
to 1.2 km away along with up to 127 similar units.
The monitor displays the current values of EC, pH, Temperature, moisture %, 
irrigation quantity and run-off quantity.

When “on-line” it can respond as requested to supply data either every minute or 
every 5 minutes.  When off-line (ie disconnected from the PC or the PC switched off) 
it will log data to its internal memory at intervals that can be specified by the user.  If 
set to log at 5 minute intervals it will store logs for the last 6 days.  It will then up-
load the data to the PC as soon as it is reconnected.  When on-line, the current values 
are displayed and alarm values can be set and enabled.  The clock may be 
synchronized with the PC clock by going into setup and selecting set device clocks.

The Compugrow software from Autogrow makes it easy to collect data and present it 
in easy to understand graphical form.  It also allows monitors to be grouped into 
logical collections (eg greenhouses) so that similar data is easy to find.
Furthermore, it allows alarms to be set so that if values drift too far out, the PC will 
sound an alarm (provided that it has a sound card and speakers).  The PC can also 
contact you via the public telephone system when you are off site
The monitor is set up by pressing the mode button to get to the required function then 
pressing the up or down buttons to change that setting and finally pressing the save 
button to store the changed setting in permanent memory.  To move between the three 
status screens (A, B, C) use the UP and DN arrows.    Press the MODE key to step 
down into the numbered mode screens

The modes are as follows:

MODE FUNCTION
A Status:- Normal display showing EC, pH and Nutrient temperature
B Status:- Runoff quantity in Ltrs and Moisture content percent
C Status:- Irrigation quantity in Lts nad the calculated run off % for the 

last irrigation

1 CAL pH 7.0
2 CAL pH 4.0
3 CAL  EC
4 CAL Temperature
5 CAL  Moisture - OFFSET (calibrate monitor for different media types)
6 CAL  Moisture - SCALE
7 Display Date and Time
8 Set Minutes
9 Set Hours
10 Set Days
11 Set Month
12 Set Year
13 Alarm ON/OFF
14 Alarm EC min
15 Alarm EC max
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16 Alarm pH min
17 Alarm pH max
18 Alarm temp min
19 Alarm temp max
20 Alarm moisture min
21 Alarm moisture max
22 Alarm detent in minutes
23 Communications address (make sure this is set to the same number* at the PC)
24 View readings at factory calibrations
25 Set offline logging frequency – normally 5 minutes

* For the communications address it is recommended to use numbers between 34 and 100
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2. Installation and storage

IMPORTANT:  The monitor must be installed (and stored) in the shade.  It must 
never be left in full sunlight or in very hot conditions such as in an automobile 
glove box.
Normally this means that a shade cover must be provided in the greenhouse to protect 
the monitor from the suns rays.  This is important as the surface temperatures of items 
in a greenhouse in summer, in full sun, may easily exceed 60 deg C (140 deg F).  If 
this is allowed to happen the warranty is voided.  The shade cover will also prevent 
condensation drips falling onto the monitor.

Position the monitor close to the sample pot but not where it is liable to get splashed if 
the pot overflows etc.

Use light coloured (so as not to attract heat) CAT5 stranded computer network cable 
between the PC interface and the monitors.  This cable is “looped in” to each monitor 
in a “daisy chain” fashion.    The last monitor (and only the last monitor) in the chain 
must have a “terminator” fitted.  Remember, when adding a further monitor to remove 
the terminators from any monitor between the PC interface and the last monitor in the 
chain.  See connection diagram below.

Note that when only one monitor is supplied the terminator is fitted inside the box.  If 
a second monitor is added then the terminator must be removed from inside the boxes 
and the external terminator fitted.  This is needed as if the end monitor is ever 
removed (for servicing etc) the terminator must be left in place so that the rest of the 
system will operate.
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The monitors require 12V AC power. This is usually provided by means of a plug 
pack. Each monitor requires 300mA current at 12V AC.  24V AC is often available 
inside a greenhouse and Autogrow can supply the monitors with a 24V to 12V 
internal transformer. These must be specially ordered
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Connections when used with 5m extension box
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Configuration.

A small DIP switch located on the circuit board can be use to select the following 
alternatives.

1) Echo10 sensor.  Default is off for Echo 5 two pronged sensor
2) Display date in USA format (default off non USA)
3) EC or CF (default is off for CF)
4) Temperature in deg F (default is off for deg C)

Move switch to the ON position to select the function shown

Monitor addresses. When the PC requests data from a monitor it first sends the 
address for that monitor.  All monitors must have a different address and this is set 
pressing the “MODE” button to get to mode 23.  The base address for these monitors 
is 34.  Press the up or down arrows to change the address and when the required 
address is displayed, press save to store it in permanent memory. Set up the monitors 
in sequence starting with the first one at 34 and working upward from there.  ie set the 
first monitor to 34 the second to 35 the third to 36 etc.  Make a note of the address of 
each monitor and its type as you will need to enter this information on the PC.

Terminator.  If this is not the furthest monitor from the PC then the terminator must 
be removed and the Data comms cable will be connected as shown and will then loop 
back out of the box and on to the next monitor.  Only the furthest monitor should have 
a terminator connected.  See connection diagrams above.

Software installation
The CompuGrow software is suitable for PC compatible computer running Windows 
95/98/Me/2000/XP.  The computer must have a free serial COM port and should be a 
Pentium or better.
To install the software on your PC, insert the disk and execute the CompuGrow install 
program.  This will self-install the software onto your hard drive. You will be 
prompted during installation to select a folder.  The default folder is C:\Program Files\ 
Compugro\   .   When the program is executed it will create some sub-folders under 
the main folder.  Each system (greenhouse group) installed will have its own sub-
folder where the files for each of its monitors is stored.  Each file will save the data 
for the whole current month.
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The PC Interface.  The RS484/RS232 optically isolated interface box should be 
installed adjacent to the PC computer.  It requires a 12V AC supply. A lead is 
supplied to connect this to a free DB9 COM port on the back of the PC.  The CAT 5 
cable should be connected as shown below.

Setting up the PC software.  When the Compugrow software is first executed the 
first task is to select the serial COM port that the RS232/RS485 adaptor is connected 
to.  (Note that the adaptor must be one supplied by Autogrow as it performs some 
special functions as well as converting the signal levels.)
Next, go into Main/setup/add system and add the systems or group names for your 
monitors.  For example if you have say two greenhouses (maybe one growing 
tomatoes and the other lettuce) and the lettuce greenhouse is divided into two growing 
systems, say lettuce-main and lettuce-nursery then you might add three systems:- 
Tomatoes, Lettuce1 and Lettuce2.  Once you have allocated names to your systems 
the next job is to allocate the monitors to each system.  To do this, go into 
Main/setup/configure and select the first system. Now add a short name for each 
monitor and alongside enter its address number and select the type of monitor that it 
is. EPT  Mk II
When you save this information the PC will try to communicate with these monitors 
on the selected port. 

If it fails to communicate this could be due to a number of factors:-
1) Wrong COM port on PC selected or COM port not installed
2) No power to monitors
3) No power to the PC adaptor
4) More than one monitor with the same address
5) Address set on PC different to address set on monitor
6) Wires crossed between monitors and PC adaptor
7) No terminator fitted at furthest monitor in the chain
8) Terminators left inside the boxes of the intermediate monitors or two terminators 

fitted at the end monitor (one inside the box and the other outside)
 
Next set the logging frequency to be either every minute or every 5 minutes.  The 
software creates one file for each monitor for each month.
. 
The user can enable or disable the alarm and set the alarm MAX and MIN values for 
all measured values at the PC.  In addition, the controller date/time can be set at the 
PC by going into setup/set device clocks.  Finally, any old logs in the memory of the 
EPT can be cleared from the PC by moving the cursor over the name of the monitor 
(on the main monitor screen) and clicking the right mouse button.  This is very useful 
when first installing a monitor.
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3. Calibration
The values displayed may be calibrated by the user from the keypad.  This is done by 
moving to the appropriate MODE screen (by pressing the MODE button).  Once on 
the appropriate screen, the UP or DOWN buttons are pressed to obtain the correct 
reading.  Finally press the SAVE button to permanently save the calibration. 
Obviously, this should only be done when the correct value is known, ie if one has 
access to a very accurate thermometer, fresh EC or pH standard solutions etc.  

When calibrating pH, always start with pH 7 and when this is correctly calibrated go 
on to calibrate at pH 4.  Always rinse the pH electrode in water when moving it 
between the buffer solutions to avoid cross contamination.

EC calibration should only be carried out after thorough cleaning of the probe face. 
(see maintenance)

Moisture sensor calibration should be carried out after washing and drying the sensor. 
It should then read zero or very close.  To calibrate, with the sensor clean and dry, 
alter the OFFSET until it reads 1% and save this.  (do not try to achieve 0% as the unit 
cannot read below zero and so you cannot tell if you have lowered it too much)
Next submerse the sensor in a bucket of water. It should read 100%.  If not adjust the 
SCALE until it reads 100.

The date and time are set in exactly the same way.  The internal clock has its own 
battery which should be replaced every four years.  

If you ever want to return to the factory settings just do the following:-
• switch off the power to the unit
• hold down the DN, mode and save keys
• switch on the power
• keep the mode and save keys held down until the display comes on

You will now display the original values.
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4. Maintenance

Every two weeks:-

Tipping buckets
Clean the funnels of the tipping bucket quantity sensors for the Irrigation and run-off. 
Occasionally remove the funnels and observe that the tipping bucket is completely 
free to move.  If not clean as required to achieve free operation.

Thoroughly clean the EC probe.
Remove the shroud, scour the face with a mild bathroom abrasive like Jif  (NOT 
Lemon JIF as this contains oils) on an abrasive nylon pad (ScotchBrite) and then rinse 
in clean water. DO NOT TOUCH THE PROBE FACE as any perspiration on your 
fingers may contain oil.  Replace the shroud fully (if fitted)
Shake off all excess water and place in the CF 27.7 (EC 2.77) standard solution. 
Allow to stand for a few minutes to temperature stabilize before calibrating.  The 
up/down buttons may need to be pressed a number of times (or held down for a while 
to invoke auto-repeat) to make the displayed values change to the correct reading. 
Press save to store the new calibration.

Check the calibration of the pH electrode:
First rinse in fresh water. Shake gently and place in pH 7 buffer solution. Stand for 10 
minutes or longer.  Now press the up/down buttons to get the display to read 7.00 and 
then press Save.  Rinse the electrode in fresh water, shake excess water off and place 
in pH 4 buffer.  Stand for ten minutes or more and then press the up/down buttons to 
get the display to read 4.00.  Press save. NOTE that you must always calibrate at pH7 
first and then pH4, never the other way around.
pH electrodes are only warranted for six months but should last for between six 
months and two years. Never let the tip dry out and when not in use stand in clean 
water which has a drop of pH4 buffer added.  As pH electrodes age they tend to get 
slower and slower and also drift when in weak solutions (ie in the nutrient solution)

The temperature sensor is guaranteed by the manufacturer (Dallas semiconductors) to 
be accurate to within 0.5 deg C and so any adjustment should be very small.  Only 
calibrate this if you have a very accurate reference thermometer and ensure that it is 
properly screened from any solar radiation.

Moisture sensor
There is little maintenance required.  When removing the sensor from the media DO 
NOT PULL BY THE WIRE.  You must reach into the media and grasp the full rubber 
end-cap to pull it out.
To check calibration, wash and dry the sensor.  It should read zero or very close.  To 
calibrate; alter the offset until it reads 1% and save this.  (do not try to achieve 0% as 
the unit cannot read below zero and so you cannot tell if you have lowered it too 
much)
Next submerse the sensor in a bucket of water. It should read 100%.  If not alter the 
SCALE until it reads 100.
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5.  Faultfinding

No display :  Check power supply 12V AC
EC reading incorrect:  Clean the probe and recalibrate – ensure no air bubbles are 
trapped beneath the probe.
pH reading wandering and wont calibrate: pH electrode needs to be replaced
No PC communications – PC reports monitor to be offline
- address at monitor different to address at PC
- cable between monitor and PC broken – try moving the monitor close to the PC 

to exclude the long cable
- Wires in cable between monitor and PC crossed
- Terminator missing from furthest monitor or terminator present on intermediate 

monitor. (Only one terminator should be in the system at the furthest monitor 
from the PC)

- No power to the PC interface unit 
- Cable between PC and interface unit disconnected or in wrong COM port of PC
- PC configuration incorrect (IRQ clash or port not installed)
- Wrong COM port selected within CompuGrow software
- Try re-booting the PC

Uploaded data cannot be viewed in the history screen or PC reports “no log 
found” for a day when you know the unit was working
- Date and/or time on monitor incorrect (set compugrow to “autosynch device 

clocks (in setup menu)

Upload of logged data does not stop.
- Monitor must be cleared.  To do this remove the power to the monitor.  Hold 

down both the MODE and the SAVE buttons and switch on the power.  Keep the 
buttons held in until the display comes up.  Also check that the date and time is 
correct. After doing this check calibrations and reset the device communications 
address
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Specification – Minder Monitors

These monitors can be used on-line to a PC or off-line for data logging

On-Line
Up to 128 devices may be connected in “daisy chain” fashion to the PC adaptor. 
These can include any mix of the Minder series monitors, our greenhouse control 
systems or irrigation controllers.
The monitors may be grouped into different systems.  Usually a group will represent 
one greenhouse so that viewing is organised in a logical way.
Data may be uploaded to the PC either every 1 or 5 minutes.
This is set on the PC.
Alarms may be set for each monitor and even for each measured variable.
Data is logged to the hard disk of the computer for later graphical display.

Off-line
Whenever a PC is not connected the monitors continue in off-line mode.  In this mode 
they record data at a user selectable frequency to an internal memory.  They may then 
be carried to a PC and as soon as they switched on and connected to the computer, the 
data will be uploaded for logging to disk and display.  The maximum data storage is 
limited to 7 days when logging every 10 minutes.  If you set the logging to be more 
frequent than this the memory will become full in proportionately less time.

EC, pH, Temperature, moisture
Display EC and pH to two decimal points resolution.
Accuracy of EC and pH will depend on calibration 
If used in an electrically quiet area and properly calibrated at a temperature within 10 
deg C of application temperature, accuracy will be better than +/- 0.2 error
Moisture content is a relative reading and its accuracy depends on the initial 
calibration.  If calibrated accurately then the reading should be accurate to within a 
few percentage points.
Nutrient temperature resolution to 1 decimal point 
Temperature accuracy better that 0.5 deg C without calibration, 0.2 deg C with 
calibration

Easy to recalibrate in any standard solution.  Calibrations are stored in permanent 
memory (ie they are still there is the power fails)

Run-off quantity
Run-off quantity is measured by counting pulses from a flow meter.  The run-off 
resolution is fixed at 5mL per pulse to suit the Autogrow tipping spoon sensor.  The 
tipping spoon sensor may be adjusted by turning the screw at the rear of the spoon. 
This should be adjusted to achieve one tip for every 5ml of water.

Copyright  2006 Autogrow Systems Ltd   Ver 2.8 12



Warranty

The warranty on the monitor, EC sensor and temperature sensor is limited to 2 years – 
return to factory.  Before returning the unit for service you must call Autogrow 
Systems Ltd for a return authorisation.
pH electrodes carry only a 6 month warranty from their respective manufacturers.
The moisture sensor carries a 1 year warranty from its manufacturer Decagon Inc.

This warranty specifically excludes any parts that have been broken or damaged by 
water, chemical attach or excessive temperature.  In particular, the monitor and PC 
interface must be stored and used in a dry, shaded and well ventilated situation.  At no 
time must the case temperature be allowed to exceed 60 deg C (140 deg F).

This warranty specifically excludes liability for consequential damages or for charges 
for labour or other expense in making repairs or adjustments, or loss of time or 
inconvenience.
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